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Abstract: The aim of this study is to identify a method that can maximize implant primary stability
(IPS) and bone density under the controlled drilling conditions of the same diameter and length
in low-density bones through an ex vivo study. A total of 87 dental implants were placed with
standard drilling, under-drilling, and osseodensification drilling in 13 fresh porcine sternums. The
Periotest value and the implant stability quotient were measured to evaluate the primary stability.
The difference in the Hounsfield unit (HU) between the hole and peripheral bone up to a distance of
1 mm was measured. Osseodensification and under-drilling technique increased the IPS, compared
with conventional drilling technique with statistical significance under the drilling conditions of
the same diameter and length. Osseodensification technique with the counter-clockwise direction
had higher HU gaps than the standard drilling and osseodensification technique with clockwise
direction. Due to the effect of bone densification, the gap of HU was increased by a minimum of
43 HU and a maximum of 180 HU. Within the limitations of this ex vivo study, it was found that the
osseodensification technique with counter-clockwise direction is effective to increase IPS and bone
mineral density in low-density bone.
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1. Introduction
Osseointegration, a prerequisite for successful implant loading, signifies a direct functional and structural union between the titanium surface and bone [1]. Osseointegration
has been evaluated as the most important predictor of long-term implant success. According to Albrektsson et al. [2], six major factors—implant design, implant surface, implant
material, surgical factors such as implant primary stability (IPS), biomechanical factors
such as loading conditions, and patient-related factors, including bone density, quality, and
volume—play key roles in osseointegration and implant success [3–6].
Among these, IPS is a key factor because it is related to all other categories of osseointegration [7]. IPS is successfully obtained when the micromotion of the implant is less than
50 µm to 150 µm. Micromotion above this level causes bone resorption and fibrous encapsulation around the implant, leading to implant failure rather than osseointegration [8,9].
IPS is achieved only by a mechanical connection between the implant and the bone. After
that, a biological remodeling proceeds in approximately 1 mm of the peripheral bone
around the implant. This process will reduce the mechanical bone-to-implant contact (BIC),
loosen implant stability, and make the area susceptible to micromovement and fibrous
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integration. However, as the bone is formed, BIC increases again, which is the so-called
implant secondary stability [10,11].
IPS is considerably influenced by the quantity and quality of the bone bed [2,12]. In
particular, bone quality is an important determinant in early fixture loss [13]. Based on
previous studies’ classification of bone quality by measuring Hounsfield unit (HU) values
on computed tomography (CT), type IV bone with poor bone density has a higher implant
failure rate than that of type I, II, and III [12–16]. This is because implants placed in bones
with low density, such as the posterior maxilla, have low IPS, and it is potentially difficult
to obtain high insertion torque [13,17].
Trabecular bone has less influence on IPS than marginal cortical bone. Therefore,
IPS is difficult to obtain in areas with thin cortical bones and low trabecular bone density,
such as the posterior maxilla [12,13]. Conventional technique, an osteotomy preparation
method for implant placement, is a subtractive process that cuts and extracts the bone
from the implant bed. Burs of conventional technique also facilitate this removal and
are manufactured with a special design (deep grooves) to store the removed bone chips
between the drill flutes for potential reuse [18].
One of the most popular methods to increase IPS in low-density bones is the underdrilling technique. It was found that a 10% undersized preparation in low-density bone is
sufficient to improve IPS, and there is no significant effect with an additional reduction [19,20].
Stepped osteotomy was introduced as a modification and proved to be more effective than
the conventional technique [21]. According to Summers [22], osteotomes are widely used
to increase bone density and aid implant stability. In 2017, Huwais introduced the method
called the osseodensification technique to increase IPS [23].
Osseodensification drill, which is non-subtractive, contains a specially designed structure with many lands that have large negative rake angles. This serves as a non-cutting
edge to increase bone density when expanding the osteotomy and allows the bone to be
preserved. These burs are designed to have a tapered shank and a cutting chisel edge,
allowing the osteotomy to be expanded and the diameter to be gradually increased as
the burs enter deeper. They can be rotated clockwise (cutting direction) to drill bone or
counter-clockwise (non-cutting direction) to smoothly compact bone [23].
Although many studies on osseodensification drilling have been reported [10,23–25],
few studies have compared various drilling techniques, and in particular, there has been
no study comparing under-drilling and osseodensification drilling under the controlled
drilling conditions of the same diameter and length in low-density bones. The aim of this ex
vivo study is to identify a method that can maximize IPS and bone density in low-density
bones by objective evaluation using various drilling techniques (under-drilling technique
and osseodensification technique).
2. Materials and Methods
2.1. Bone Sample and Experimental Groups
We prepared 13 pig sternums for 87 implant drillings. All bone samples included
trabecular bones only to exclude the effect of cortical bone and were drilled with a distance
between the holes at least 3 mm. The experiment was conducted with the IPS test and
bone density test. IPS test was divided into two groups: standard drilling (drilling up
to the same size as the implant diameter) and under-drilling. Each group was further
subdivided, based on the drilling technique, into three groups: conventional technique
(CD), osseodensification technique (OD) in the clockwise direction (OD-C), and OD in the
counter-clockwise direction (OD-CC). The sample size for the IPS test was 10 for each group
(n = 10). The bone density test was divided into three groups: CD, OD-C, and OD-CC.
Each group was further subdivided according to diameter for a three-step sequence with a
difference of 1 mm. The sample size for the bone density test was 3 for each group (n = 3).
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The implant bed was prepared according to the manufacturer’s recommendations.
The drilling speed was 1400 RPM, and insertion torque was 50 Ncm for CD and OD-C
groups, 800 RPM, and 30 Ncm for the OD-CC group. For the IPS test, 60 Osstem tapered
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A, C, F
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Table 2. Periotest values in the experimental groups.

A
B
C
D
E
F

Group

ISQ Value

Comparison between Groups *

Standard drilling with CD
Standard drilling with OD-C
Standard drilling with OD-CC
Under-drilling with CD
Under-drilling with OD-C
Under-drilling with OD-CC

−4.38 ± 1.58
−5.49 ± 1.51
−6.10 ± 0.87
−6.23 ± 0.87
−7.02 ± 0.98
−7.67 ± 0.47

C, D
E
A, F
A, F
B, F
C, D, E

PTV, Periotest value; CD, conventional technique; OD-C, osseodensification technique in the clockwise direction;
OD-CC, osseodensification technique in the counter-clockwise direction. * Statistically significant difference
(p < 0.05; Kruskal–Wallis test).

3.2. Bone Density
Regardless of the difference in diameters, OD-CC groups had higher HU gaps than
the CD and OD-C groups (p < 0.05), in all areas (coronal, middle, and apical area). There
was no statistical difference in diameters between CD and OD-C groups. In OD-CC, the
larger the drilling diameter was, the higher was the HU gap, in all areas, indicating that it
was the highest for 5.5 mm diameter. However, this was significant only between 3.5 mm
and 5.5 mm (p < 0.05) (Table 3).
Table 3. Hounsfield unit gaps in groups.

Drilling Diameter

Coronal Area

Middle Area

Apical Area

CD

3.8 mm
4.8 mm
5.8 mm

587.50 ± 65.24
604.17 ± 71.94
615.84 ± 61.41

572.50 ± 84.17
610.83 ± 61.48
595.00 ± 87.94

583.33 ± 83.39
615.00 ± 87.74
582.50 ± 81.25

OD-C

3.5 mm
4.5 mm
5.5 mm

602.50 ± 69.28
588.33 ± 64.57
605.83 ± 82.44

604.17 ± 61.97
611.67 ± 72.14
603.33 ± 69.09

606.67 ± 63.29
611.67 ± 75.64
596.67 ± 86.29

OD-CC

3.5 mm
4.5 mm
5.5 mm

648.33 ± 76.26
672.50 ± 76.38
685.00 ± 59.67

647.50 ± 59.94
690.00 ± 75.89
714.17 ± 73.01

704.17 ± 52.56
745.83 ± 74.30
776.67 ± 79.31

CD, conventional technique; OD-C, osseodensification technique in the clockwise direction; OD-CC, osseodensification technique in the counter-clockwise direction.

Regardless of diameter, apical values were significantly highest values in all OD-CC
groups (p < 0.05). There were no significant differences between the coronal and middle
areas. There were no statistical differences in any area between the CD and OD-C groups.
Comparing OD-C and OD-CC groups, there was a difference of a minimum of 43 HU in
the middle area with a 3.5 mm diameter, and a maximum 180 of HU in the apical area with
5.5 mm diameter (Figures 3–6).
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According to previous studies [26–28], the distal tibia and radius had a value of 169
According to previous studies [26–28], the distal tibia and radius had a value of
± 34 mg/cm3 and3 160 ± 33 mg/cm3. The3 measurements of the thoracic spine (Th10) and
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only trabecular bone without cortical bone. They explained that the values of bone type IV
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can be explained that the bone density was increased because the gap values were increased.
Due to the effect of the osseodensification technique, the gap of HU was increased by a
minimum of 43 HU and a maximum of 180 HU. These results show that the poor density
bone such as type IV can be changed to densified bone such as type II or III.
Clinically, there are three methods to measure implant stability: insertion torque
measurement, RFA, and Periotest. The IPS is directly correlated with the implant insertion
torque. According to Norton [29], an implant insertion torque of 25 Ncm is sufficient for
clinically successful primary stability. However, in the case of immediately loaded implants,
at least 32 Ncm insertion torque is required and 45 Ncm is needed in sites of low-density
bone [30,31]. Moreover, a high insertion torque (>50 Ncm) causes microfracture or bone
necrosis of the peri-implant bone area in the early healing stages, which may weaken the
primary stability and result in implant failure [32]. Implant torque can be measured using a
digital torque wrench or implant motor, but it can only be measured at the time of implant
insertion [3].
RFA and Periotest have been proposed to clinically evaluate implant stability because
of their reproducibility [33]. Periotest is measured as the contact time of the device during
repetitive percussion between the tapping rod and implant. RFA is measured electromagnetically as an ISQ unit, which means the resonance frequency is caused by the excitation
of a small implant peg attached to the implant [34]. RFA and Periotest, which are widely
used in clinical practice and have a positive correlation with insertion torque [35], were
used in this study.
Huwais et al. [23] invented a denser bur, which can be rotated counter-clockwise
(non-cutting direction) to smoothly compact bone, or clockwise (cutting direction) to drill
bone. With the compaction of cancellous bone by viscoelastic and plastic deformation
and autografting effect, the osseodensification technique preserves the bone volume [23].
The insertion torque of 25 Ncm with standard drilling is increased to 49 Ncm with the
osseodensification technique [23]. The residual strains of viscoelasticity create compressive
forces against the surface of implants, called the springback effect, which increases IPS
and BIC [36]. In addition to high IPS, it was reported that osseodensification drilling
exhibited higher secondary stability than subtractive drilling during the first 6 weeks
without detrimental effect [37,38].
The preparation of the osseodensification technique should start with a smaller diameter than the conventional technique because of the recovery of elastic strain. Owing
to its special design and usage, a condensed autografted bone layer is created around the
periphery and at the apex of the hole [39,40].
If the hole of the osseodensified osteotomy remained empty, the hole diameter was
decreased by 91%. It is important to obtain a high IPS and BIC for osseointegration of
implants [23]. When the osseodensification technique was used, the diameter of the osteotomy site became smaller, the boundary of the osteotomy site became more condensed
in the scanning electron microscope and micro-CT images, and the rate of contact between
the bone and implant surface became three times higher. The densification of the bone
did not occur in the cortical bone, as it lacked elasticity. Similar results were obtained
in this study. The gap of HU in the bone using the osseodensification technique in the
counter-clockwise direction was greater than that using the conventional technique and
osseodensification technique in the clockwise direction. This indicates that the osseodensification technique compacts the bone around the hole and increases bone density. This
is probably because osseodensification burs deposit bones rather than subtract during
counter-clockwise rotation.
Almutairi et al. evaluated the effect of the osseodensification technique on IPS and
compared it with the conventional technique [24]. In total, 48 implants with a different
tread design were inserted into the head of a cow femur using conventional and osseodensification techniques. The PTVs were measured to evaluate the IPS. There was no statistically
significant difference in the PTV between conventional and osseodensification techniques.
The PTV of the conventional technique was better than that of the osseodensification
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technique. This may be because the osseodensification technique is not useful in dense,
compact bones such as Type I and II. It was shown that the osseodensification technique is
ineffective and not essential when the quality and quantity of the bone bed are good. In
this study, conducted in low-density bone, the osseodensification technique had a higher
IPS than the conventional technique, regardless of the direction. In particular, the IPS of the
osseodensification technique in the clockwise direction was higher than the conventional
technique, even under the same conditions controlled. This means that the design of the
osseodensification bur is more effective to increase IPS than the conventional bur.
Cáceres et al. investigated the effect of the osseodensification technique on ISQ,
insertion torque, and removal torque in pig tibia bones [25]. A total of 100 osteotomies
were performed, and the osseodensification technique was compared with the conventional
technique. Insertion and removal torques were measured manually using an analog Torque
Gauge. All osseodensification technique values were significantly higher than those of the
conventional technique. It was concluded that the osseodensification technique increases
the ISQ, insertion torque, and removal torque, which means a high IPS.
Experiments of this study were conducted in low-density bone. It was concluded that,
in low-density bone, the osseodensification technique has a better effect, compared with the
conventional technique, on ISQ and PTV, increasing IPS. In addition, the osseodensification
technique creates an increase in BMD of low-density bone by condensing the bones around
the implant, based on the increased value of HU, compared with conventional and underdrilling techniques. It was proved that the under-drilling technique has a better effect on
IPS than the conventional technique, but there is no difference in BMD. Higher IPS and
better BMD increase osseointegration and lead to implant success.
Although this study is noteworthy since it allows for an objective assessment of
implant primary stability and bone density in controlled conditions in low-density bones,
there are limitations in evaluating only primary stability through ex vivo study. Further
long-term clinical studies are needed on how the deposited and condensed bone by the
osseodensification technique affects secondary stability for implant success.
5. Conclusions
In this study, the implant primary stability and bone density were evaluated using
various drilling techniques in low-density bones, and the conclusions are as follows: (1) Osseodensification and under-drilling technique increased the implant primary stability,
compared with conventional drilling technique; (2) the conventional technique and osseodensification technique in the clockwise direction did not deposit bone around the implant
holes; (3) osseodensification technique in the counter-clockwise direction increased the
implant primary stability, as well as the bone density around the implant holes.
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